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A Reliable Liquid Helium Level Detector 
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A liquid helium level detector and indicator system 
has been developed which can operate reliably over a 
pressure range from 50 to 900 mm Hg without elec- 
tronic adjustments. The system should also be applicable 
for level detection in other liquified gases such as 
oxygen, hydrogen, and nitrogen. 

The problem of detecting the liquid helium level in a 
system where the pressure can vary anywhere from 50 
to 900 mm Hg required development of a level sensor 
operation and electronics to sense the variation of the 
level sensor output between liquid and cold helium gas, 
but which are not sensitive to the pressure variations on 
the liquid. In the system developed, a commercial perfo- 
rated germanium cryogenic thermometer is used as the 
level sensor (but not as a temperature sensor) with an 


adjustable level discriminator with indicators. The sensor 
acts as a variable resistance dependent on the power 
dissipated. The power dissipated varies greatly between 
immersion in the gas or in the liquid; hence, a large 
signal difference is available to discriminate between the 
two. Also, this sensor has the unique characteristic that, 
as the pressure drops, the signal when out of the liquid 
helium increases while the signal when in the liquid 
helium decreases. With the germanium sensor, it is not 
necessary to reset the circuit to differentiate between 
liquid and gas as the pressure decreases or increases, and 
accurate readings are obtained over a wide range of 
pressures. All that is necessary is that the sensor be 
calibrated at one atmosphere. 

The amount of power required for reliable sensor 
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Figure 2. Operational characteristics of the 
level detector and indicator system. 


operation over the stated pressure range was determined 
experimentally at a safe operating current and a mini- 
mum dissipation in the helium system. Power dissipa- 
tion of the sensor in the liquid helium is approximately 
4 mW at 1 atmosphere. After initial calibration, no other 
adjustments are necessary for repeated operation and 
cycling from room to liquid helium temperatures. 
Response time is less than 50 ms. 

Figure 1 is a circuit schematic of the level detection 
and indicator system. The germanium sensor and the 
input resistor of the voltage follower form a voltage 
divider. When the liquid level rises above or drops below 
the sensor, a voltage change is sensed across the 100-ohm 
resistor. The voltage follower is used for isolation. The 
SPAN and REFERENCE pots are adjusted so that the 
level discriminator will trip at the set points selected 
from the graph in Figure 2. These points were selected 
to be within the voltage levels at 900 mm Hg and will 
remain constant for this sensor at pressures down to 50 
mm Hg. The graph was plotted for a particular sensor 
which was cycled in and out of liquid helium at differ- 
ent pressures. The state of the discriminator, either high 
or low, determines which lamp will be lit through the 
lamp drivers, indicating whether the sensor is in or out 
of liquid helium. 

Note: 

No further documentation is available. Specific ques- 
tions, however, may be directed to: 
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Cleveland, Ohio 44135 
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